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ABSTRACT
Ground-based near-infrared astronomy is severely hampered by the forest of atmo-
spheric emission lines resulting from the rovibrational decay of OH molecules in the
upper atmosphere. The extreme brightness of these lines, as well as their spatial and
temporal variability, makes accurate sky subtraction difficult. Selectively filtering these
lines with OH suppression instruments has been a long standing goal for near-infrared
spectroscopy. We have shown previously the efficacy of fibre Bragg gratings combined
with photonic lanterns for achieving OH suppression. Here we report on PRAXIS,
a unique near-infrared spectrograph that is optimised for OH suppression with fibre
Bragg gratings. We show for the first time that OH suppression (of any kind) is pos-
sible with high overall throughput (18 per cent end-to-end), and provide examples of
the relative benefits of OH suppression.
Key words: instrumentation: spectrographs – instrumentation:miscellaneous – in-
frared:general – techniques:spectroscopy – atmospheric effects
1 INTRODUCTION
Ground-based near-infrared (NIR) spectroscopy is severely
hindered by extremely bright background emission from the
earth’s atmosphere. Between 1 and 1.8 µm, this background
is dominated by a forest of emission lines resulting from the
rovibrational de-excitation of OH molecules at ≈ 87 km alti-
tude (for a review of the NIR background see Ellis & Bland-
Hawthorn 2008 and references therein). This background is
notoriously difficult to subtract cleanly, since it is very bright
(≈ 14 mag arcsec−2 in the H band) and highly variable, both
temporally and spatially, leading to a large Poissonian noise,
and large systematic errors (see e.g. Davies 2007).
In 2004, Bland-Hawthorn et al. introduced the idea of
? E-mail: simon.ellis@mq.edu.au
using fibre Bragg gratings (FBGs) to filter these atmospheric
emission lines from observations, and demonstrated the first
devices in the laboratory (Bland-Hawthorn et al. 2004). Un-
like other OH suppression techniques such as high dispersion
masking (e.g. Content & Angel 1994; Iwamuro et al. 1994;
Maihara et al. 2000; Iwamuro et al. 2001; Motohara et al.
2002; Parry et al. 2004), the OH lines are removed prior to
the light entering the spectrograph, and in a manner depen-
dent solely on wavelength. Subsequent refinements resulted
in FBGs capable of suppressing the emission of 150 lines (in
most cases actually very closely spaced doublets), at a re-
solving power of 10,000, by a factor of up to 30 dB over a
bandwidth of 400 nm, with both the wavelength and depth
of the notches perfectly matched to the OH lines (Bland-
Hawthorn et al. 2008).
FBGs only work in the single mode regime, since the
© 2019 The Authors
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different modes of a multimode fibre will not remain in
phase, and thus cannot simultaneously constructively inter-
fere. However, in order to collect enough light at the tele-
scope focus, one must use large core area fibres, which are
necessarily multimoded. Photonic lanterns were developed
to solve this problem (Leon-Saval et al. 2005; Noordegraaf
et al. 2009; Leon-Saval et al. 2010; Noordegraaf et al. 2010,
2012; Birks et al. 2015), by efficiently converting a multi-
mode fibre into a parallel array of single mode fibres, and
vice versa, and thereby enabling FBGs to be incorporated
into a spectrograph fibre feed. The science case and ex-
pected performance of OH suppression with FBGs was mod-
elled by Ellis & Bland-Hawthorn (2008), and the detailed
technique and principles were comprehensively reviewed by
Bland-Hawthorn et al. (2011).
OH suppression with FBGs was first demonstrated in
an on-sky test in which a multimode fibre was pointed di-
rectly at the sky, through a hole in the wall of the dome of
the Anglo-Australian Telescope (AAT). This first test used
FBGs suppressing 63 doublets at R = 10, 000. The output
of the multimode fibre was relayed into the IRIS2 spectro-
graph (Tinney et al. 2004), to obtain an R = 2400 H band
spectrum, demonstrating clean suppression of the night sky
lines (Bland-Hawthorn et al. 2009). However, the light was
gathered with a 60 µm core fibre feeding a 1 × 7 photonic
lantern, resulting in a large loss due to the mismatch in the
number of modes.
Following this, a prototype was developed to integrate
FBGs into an instrument fed by a telescope. The resulting
instrument, GNOSIS (Trinh et al. 2013), used an array of 7×
50 µm core fibres, fed by a microlens array, each of which fed
a 1×19 photonic lantern. Each SMF of the photonic lanterns
was spliced to two FBGs in series, which together suppressed
the 103 brightest doublets between 1.47 and 1.7 µm. The
output multimode fibres were arranged into a pseudo-slit,
the output of which was re-imaged onto a custom slit mask
in the IRIS2 spectrograph.
The GNOSIS experiment demonstrated the background
reduction made possible with photonic OH suppression (see
Ellis et al. 2012 for full details on the performance of GNO-
SIS). The OH lines were suppressed by factors of up to 40 dB
for the brightest doublets, and the integrated background
between 1.47 and 1.7 µm was reduced by a factor of 9. Nev-
ertheless, despite this achievement, GNOSIS did not show an
improvement in signal-to-noise over conventional NIR spec-
trographs, nor any reduction in the interline continuum due
to reduction of the contamination from scattered OH light.
The lack of signal-to-noise improvement is understood to be
the result of retro-fitting the OH suppression unit to an ex-
isting spectrograph. All the optics prior to IRIS2 were warm
leading to an increased thermal background, and the overall
throughput was low (≈ 4 per cent), increasing the relative
strength of the detector noise. Together, these two effects
counteracted the improvements made in the night sky back-
ground (Ellis et al. 2012). The lack of reduction in the inter-
line continuum could be due to the presence of real emission
of unknown origin (see e.g. Content 1996; Sullivan & Simcoe
2012; Oliva et al. 2015; Nguyen et al. 2016), which could be
dependent on the observing site, but interpretation is con-
founded by the low signal-to-noise of the measurements.
In order to remedy these deficencies, and thereby fully
assess and quantify the performance of OH suppression with
FBGs, we have built a new spectrograph and fibre feed,
PRAXIS (Horton et al. 2012; Content et al. 2014; Ellis et al.
2016, 2018). PRAXIS is optimised for an OH suppressed fi-
bre feed, and was designed to have low thermal emission and
detector noise, whilst maintaining high throughput. It is fed
via a small microlens array feeding 7 OH suppressed fibres
(and an additional 12 non-suppressed fibres to assist in ob-
ject acquisition) which is optimised for measuring the night
sky background, whilst also allowing observations of single
objects.
PRAXIS has been tested in three commissioning runs.
PRAXIS has now demonstrated OH suppression in a high ef-
ficiency spectrograph for the first time. This is an important
milestone for OH suppression, since it proves the viability
of photonic OH suppression in a practicable instrument, i.e.
FBGs and photonic lanterns can be efficiently incorporated
into an astronomical instrument, and there are no inherent
impediments in doing so.
In this paper we provide an interim report describing
this significant result. We describe the instrument in sec-
tion 2, and report on the performance of the instrument in
section 3, including an analysis of the OH suppression and
sky background. Thereafter we demonstrate the capability
and potential of OH suppression through some early science
verification observations of Seyfert nuclei in section 4. Fi-
nally we summarise our results in section 5.
2 PRAXIS: INSTRUMENT DESCRIPTION
The PRAXIS instrument design has been described in full
in several SPIE papers (Horton et al. 2012; Content et al.
2014; Ellis et al. 2016, 2018) and the general scheme of OH
suppression was given in the introduction; here we give a
brief summary and overview. The overall scheme of PRAXIS
is sketched in Figure 1.
PRAXIS has four main components: the fore-optics, the
IFU and fibre cable, the fibre Bragg grating unit, and the
spectrograph. We will now describe each of these, beginning
with the fibre Bragg grating unit.
2.1 Fibre Bragg grating unit
The heart of PRAXIS is the fibre Bragg grating unit, which
filters the OH lines from the incoming light, and which sets it
apart from all other near-infrared spectrographs. The design
of the rest of the instrument follows from the characteristics
of the FBG unit, and so we describe it first.
The filtering is done by aperiodic fibre Bragg gratings,
the design and principles of which are described by Bland-
Hawthorn et al. (2004); Bland-Hawthorn et al. (2008, 2011).
PRAXIS uses the same FBGs as GNOSIS (Trinh et al.
2013). Rather than a periodic variation in refractive index
in the core of the fibre, which produces a strong reflection at
a particular wavelength (and harmonics thereof), the core of
the refractive index has an extremely complicated aperiodic
variation giving rise to a series of strong reflections at the
wavelengths of the OH lines. PRAXIS uses two aperiodic
gratings spliced together to suppress the 103 brightest OH
doublets between 1.47 and 1.7 µm. The depth of the filter
notches is matched to the average strength of the OH lines.
The notches are very square (well fitted by an 8th order
MNRAS 000, 1–12 (2019)
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Figure 1. Schematic diagram of PRAXIS. Light enters from the telescope at the top left. The main components are the fore-optics
(top), the fibre Bragg grating unit (middle) and the spectrograph (bottom). See the text for a full description.
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Butterworth profile, Trinh et al. 2013), such that notches
do not affect the interline regions. The transmission of the
FBGs between the notches is > 90 per cent, and the typical
notch width is 200 pm, which is approximately two thirds
of a pixel. The measured transmission of the two FBGs in
series is shown in Figures 2 and 3, overlaid with the model
OH emission spectrum.
As described in the introduction, each FBG is inscribed
into a single mode fibre, and therefore for efficient coupling
to a telescope the FBGs must be incorporated into a pho-
tonic lantern. At the time when the GNOSIS FBGs were
being made, the most efficient photonic lanterns had 19 sin-
gle mode fibres, and therefore these were selected. In order to
increase the total number of modes, and thereby the field-of-
view, 7 photonic lanterns were made, each containing identi-
cal FBGs. For efficient performance the multimode input of
each photonic lantern must be fed at the correct focal ratio
to excite approximately 19 modes. In fact the throughput of
a photonic lantern is a non-trivial function of the input focal
ratio, but has been well characterised empirically (Horton
et al. 2014). Consideration of this throughput dependence is
of central importance in the design of the fore-optics, which
will be discussed next.
2.2 Fore-optics
The primary purpose of the fore-optics is to couple light
from the f/15 Cassegrain focus of the AAT into the multi-
mode inputs of the photonic lanterns. The injection follows
the standard pupil imaging technique of many fibre array
integral field units (Ren & Allington-Smith 2002) in which
a microlens array segments the image plane, and each mi-
crolens forms a pupil image on the front face of the fibre. Be-
fore the microlens array are some relay optics which change
the plate-scale from the default f/15 focus to provide the
correct sampling for each 250 µm wide hexagonal microlens.
For PRAXIS the appropriate sampling for the mi-
crolenses is that which maximises the signal-to-noise in the
fibres, which must take into account the transmission of the
photonic lanterns as a function of input focal ratio, as well as
the dependence of the source and background counts on the
area of the sky subtended by each fibre. This optimisation
differs for a point source or for a constant surface bright-
ness. Since one of the primary science cases for PRAXIS is
to measure the night sky background with OH suppression,
including the interline continuum, the optimal spatial sam-
pling was chosen as 0.55 arcsec per microlens, corresponding
to a fibre injection speed of f/4, which is a compromise be-
tween optimising for the sky brightness whilst still allowing
scientific observations of individual sources.
To increase the field-of-view, PRAXIS has a small IFU
of 7 fibres, each feeding its own photonic lanterns, so the
total field of view is therefore 1.65 arcsec across, or an area
of 1.8 arcsec2. In addition, the IFU has an outer ring of
12 fibres which are not OH suppressed, but lead directly to
the spectrograph, see Figure 1. These fibres provide a larger
field-of-view to facilitate acquisition, and are also useful to
provide control spectra for comparison with the OH sup-
pressed spectra. The 12 non-suppressed fibres are physically
separated from the OH suppressed fibres at the slit to avoid
cross-talk between adjacent spectra.
The fore-optics unit also contains a dichroic beam-
splitter as the first optical element, which reflects light with
λ < 1.05 µm to a visible acquisition and guiding camera. The
relay-optics contain an intermediate pupil, at which point
there is a cold-stop at 262 K to baffle thermal emission from
outside the beam, and from the telescope central obstruc-
tion.
2.3 Fibre cable
The microlens array feeds an array of 19 fibres each with
a core diameter of 50 µm and a numerical aperture (NA)
of 0.2. The fibre cable is 15 m long in order to reach the
floor of the AAT dome, where the spectrograph is situated,
from the Cassegrain focus. The fibres are terminated with
FC/PC connectors, which connect to the input of the FBG
unit for the inner seven fibres, or directly to the spectrograph
fibre cable for the outer 12. The output of the FBG unit
also connects to the spectrograph fibre cable with FC/PC
connectors.
The fibres enter the spectrograph pre-slit area via a vac-
uum feed-through. The fibres are terminated in a slit block,
which forms the entrance slit of the spectrograph. The map-
ping of the IFU to the slit is shown in Figure 4. Note that
the non-suppressed fibres are separated from the suppressed
fibres by 30 times the fibre core diameter to ensure there is
no cross-talk between the fibres.
2.4 Spectrograph
Much of the improved performance of PRAXIS compared
to GNOSIS is due to the spectrograph, which was designed
specifically for the FBG fibre feed, with increased through-
put, low detector noise, and a low thermal background.
The increased throughput and low detector noise have been
demonstrated, but the low thermal background has not yet
been demonstrated on-sky; we describe these measurements
in §3, and here we describe the design.
The PRAXIS spectrograph has a fixed format designed
to cover only the wavelengths of the GNOSIS FBGs, i.e. 1.47
– 1.7 µm, and therefore all components, including glasses,
coatings, and the VPH grating were optimised for this wave-
length range. It uses a state-of-the-art Hawaii-2RG HgCdTe
Teledyne detector, housed in its own cryostat, with an ASIC
sidecar controller, provided by GL Scientific. These detec-
tors have high quantum efficiency, low read out noise and
low dark current; see §3.2.1.
PRAXIS is designed to have low thermal background
by cooling all significantly emitting parts. The spectrograph
optics are all enclosed in a radiation shield cooled to 123.5 K
with a SunPower cryocooler. The detector, is housed in a
separate dewar and operated at 75 K, with the radiation
shield, including baffles is at 125 K.
3 PRAXIS: PERFORMANCE
The on-sky performance of PRAXIS has been demonstrated
in three commissioning runs. The instrument is not yet fully
commissioned, but a number of important milestones for OH
suppression have now been demonstrated.
The commissioning runs are summarised in Table 1. The
assembly and integration of the instrument was achieved
MNRAS 000, 1–12 (2019)
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Figure 2. The logarithm of the measured transmission of the PRAXIS FBGs (black) compared to the logarithm of a model of the sky
surface brightness (red). The FBG notches match the sky lines with excellent fidelity, in terms of wavelength, depth and width.
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Figure 3. As for Fig. 2, but with both the FBG transmission and model sky surface brightness shown on a linear scale for comparison.
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Figure 4. The orientation of the IFU and the mapping of
the fibres onto the spectrograph slit. The non-suppressed fibres
are separated from the OH suppressed fibres to avoid cross-
contamination.
without major difficulty, and all standard observing proce-
dures, including acquisition, guiding, calibrations, and data
acquisition have been established. Below we describe the
performance of PRAXIS, demonstrating that effectual OH
suppression is now achievable.
3.1 Throughput
The end-to-end throughput of PRAXIS has been measured
on-sky using photometric standard stars, by which we mean
the throughput from the top of the atmosphere to the de-
tector, including the effects of the telescope and the atmo-
sphere as well as PRAXIS itself. Stars of type A0V were
observed, and the data were reduced following standard pro-
cedures written in Mathematica. A data reduction pipeline
for PRAXIS is now available in P3D (Sandin et al. 2010).
The throughput was estimated as follows. The Castelli
& Kurucz (1994) Vega model was scaled to the appropriate
H band magnitude of the star observed, and then converted
to ADU per pixel by multplying by the exposure time, the
collecting area (taking into account the central obstruction
of 15 per cent by area for the f/15 top-end of the AAT),
the dispersion per pixel, the detector gain, and correcting
for the aperture losses. The throughput of the entire optical
train from the atmosphere to the detector is then found by
dividing the observed spectrum by the model spectrum.
The most uncertain step in this calculation is the cor-
rection for aperture losses, which depends on both the seeing
and the centring of the object during the observation. This
was calculated in the following way. First, the centroid of the
star in the IFU was determined from the centre-of-gravity of
the fluxes in each spaxel. Then a Moffat profile PSF was fit to
the fluxes in each spaxel, including the unsuppressed outer
12 fibres, using the best fit centre of gravity and 1 arcsec
seeing as initial estimates. The best fitting PSF was com-
pared to estimates of the seeing made during the night for
consistency. Thereafter the fraction of flux enclosed within
the inner 7 OH suppressed fibres was calculated from the
best fitting Moffat profile. The results of this process for
HIP 101106, HIP 209960, and HIP 110963 observed on 18th
and 21st October are shown in Figure 5. The best fitting
seeing was 1.1 arcsec on 18th October, and 1.6 – 2.4 arcsec
on 21st October, consistent with estimates made from the
acquisition and guiding camera throught the night.
The resulting measured throughputs as a function of
wavelength are shown in Figure 6. Excluding the FBG
notches, the average end-to-end throughput from telescope
to detector between 1.55 and 1.65 µm is 18 ± 1 per cent.
The throughput described above includes the effect of
the FBG unit which provides the OH suppression. The FBG
unit itself has a throughput of 0.39, which was found by com-
paring the total counts in each of the suppressed fibres to the
total counts in each of the non-suppressed fibres for the fi-
bre flat-field exposures. For this calculation, the effect of the
notches was excluded. Including the notches the throughput
of the FBG unit is 0.36. Figure 7 shows a bar chart of the
relative throughput of each fibre.
3.2 Instrument background
In order to fully exploit the benefits of OH suppression,
PRAXIS was designed to have a high throughput, and a
low instrumental background. As discussed in the previous
section, the goal of high efficiency has been achieved. We
now turn our attention to the instrument background.
3.2.1 Detector background
PRAXIS uses a state-of-the-art Hawaii-2RG HgCdTe detec-
tor from Teledyne, with a 2.5 µm cut-off. This is housed in
a dedicated dewar provided by GL Scientific, and controlled
with an ASIC sidecar controller. The performance of the de-
tector was characterised at innoFSPEC AIP prior to com-
missioning. The gain, read noise, and dark current were all
measured using standard techniques, for different pre-amp
settings. The best noise characteristics were found with a
gain of 2.23 e−/ADU. The read noise was 12.87 e− pix−1 for
correlated double sampling images, or an effective read noise
of ≈ 3.5 e− pix−1 for Fowler sampling with 32 non-destructive
reads at the beginning and end of each exposure. The dark
current was measured to be 0.010 ± 0.003 e− s−1 pix−1.
3.2.2 Thermal background
The major limiting factor in the performance of PRAXIS is
the thermal background, which is much higher than planned,
despite a design intended to reduce this. Long sky exposures
taken during the second and third commissioning runs show
that the instrument background is ≈ 16 times higher than
the interline continuum near the centre of the detector win-
dow, and ≈ 6 times higher near the edge of the window, see
Figure 8.
Dark exposures taken during the third commissioning
MNRAS 000, 1–12 (2019)
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Table 1. Summary of the first two PRAXIS commissioning runs.
Dates Number of clear nights Achievements
26th – 31st July 2018 2 Integration on telescope
Image quality
Acquisition with offset guide camera
Offset guiding
Image reconstruction software
Data acquistion and detector operation
Wavelength calibration
Flat-field calibration
16th – 21st October 2018 2 Acquisition and guiding with Cassegrain unit camera
Throughput
Scientific verification
Data reduction procedures
15th – 21st July 2019 5 Measurement and characterisation of thermal emission
(a) HIP 101106 – 18th October, seeing = 1.1 arcsec
(b) HIP 209960 – 21st October, seeing = 2.4 arcsec
(c) HIP 110963 – 21st October, seeing = 1.6 arcsec
Figure 5. The reconstructed images of the standard stars (left); the best fitting Moffat profile and total fractional flux enclosed in the
IFU (middle); the best fitting Moffat profile and fractional flux enclosed in the centre 7 fibres (right).
MNRAS 000, 1–12 (2019)
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Figure 8. The PRAXIS instrument background near the centre
of the detector window, compared to the background subtracted
sky. This excess thermal emission is the limiting factor in the
performance of PRAXIS.
run, and during laboratory tests suggest a significant part
of this is scattered radiation entering between the windows
of the spectrograph and detector, despite the combination
of baffles and interference filter designed to block any such
thermal emission. Other tests suggest that some fraction of
the emission may also be from the spectrograph itself. Tests
to determine the exact origins of the instrument background
are ongoing. Note that the warm gap was an unavoidable
part of the design resulting from the necessity of using a
separate turn-key detector system due to practical reasons.
In any case, we wish to emphasise that the radiation
is not a result of the photonic OH suppression technology.
The background does not originate in the FBGs, nor the
photonic lanterns, nor the rest of the fibre cable, but occurs
between the fibre traces. Rather, it is likely that the ultimate
cause is either a result of compromising on the design of the
spectrograph with warm windows and a gap between the
spectrograph camera and the detector dewar, or inadequate
baffling inside the spectrograph, or inadequate blocking of
long wavelength thermal radiation, or some combination of
all these. With proper baffling and filtering of thermal radi-
ation all these issues can be ameliorated.
3.3 OH suppression
The efficacy of OH suppression with fibre Bragg gratings has
already been demonstrated with GNOSIS, resulting in a re-
duction of integrated background between 1.47 and 1.7 µm
by a factor of 9 (Ellis et al. 2012). Figure 9 shows the night
sky spectrum as measured by PRAXIS through the OH sup-
pression fibres (red line) and through the control fibres (blue
line). The integrated background of PRAXIS is a factor of
∼ 8 lower with the OH suppression fibres, after subtract-
ing off the instrument thermal emission. However, there are
significant systematic uncertainties in the estimation and
subtraction of the instrument thermal background emission,
which is quite large. Therefore, the overall reduction in back-
ground should be taken as indicative, and the GNOSIS value
of ≈ 9 should be considered more accurate.
4 SCIENCE OBSERVATIONS
The general performance of PRAXIS has been presented
in Section 3. We now show the potential of OH suppres-
sion with example science observations. It should be borne
in mind that the observations presented in this section do not
represent the full potential of OH suppression. The PRAXIS
background is dominated by very strong instrumental ther-
mal emission, and therefore the full benefit of suppressing
the sky background is not apparent. Nevertheless, it is in-
structive to show the results and process of OH suppression
with a science observation.
4.1 Seyfert galaxies
There are compelling scientific reasons for obtaining H band
spectra of Seyfert galaxies. Observations are less affected
by dust extinction in the NIR than in the visible (Cardelli
et al. 1989); the H band contains several diagnostic spectro-
scopic features, such as [FeII] emission line at 1.644 µm and
other weaker lines, which indicate photoionisation or shock
ionisation (Schreiber 1998), and provide a useful measure-
ment of the kinematics of the ionised gas; the H band also
covers the transition between continuum emission from the
central source, which dominates at visible wavelengths, and
a stellar and dust dominated thermal continuum (Martins
et al. 2010); information on the stellar populations can be
obtained from the absorption line features e.g. CO, Si I and
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Figure 9. The night sky spectrum measured by PRAXIS, for the OH suppression fibres (red), and the non-suppressed control fibres
(blue).
Mg I can together provide a good classification of spectral
type (Ramos Almeida et al. 2006).
However, in the case of PRAXIS, the main reason
Seyfert galaxies were selected to be observed was (i) they
are relatively bright, and PRAXIS was not performing to full
specification due to instrumental thermal emission (§ 3.2.2),
(ii) the H band spectra of Seyferts contain several emission
and absorption line features providing a useful means to as-
sess the impact of OH suppression.
We observed the bright Seyfert galaxy, NGC 7674 on
18th October 2018. The exposure time was 3 × 647 s, with
an equal amount of time spent observing sky.
The spectrum of NGC 7674 is shown in Figure 10 for
different stages of sky-subtraction and OH suppression to
illustrate the advantage of OH suppression. All spectra have
had the thermal background subtracted. The comparison
of non-sky subtracted spectra illustrates clearly the benefit
of OH suppression; the starting-point for the OH suppressed
spectrum (blue) contains far less background than the corre-
sponding control spectrum (purple); the sky-subtracted OH
spectrum (red) is therefore much less affected by background
noise and sky-residuals.
The OH suppressed spectra show clear [FeII] emission
lines as well as CO(6,3), CO(7,3), and Mg absorption lines,
see for example the inset plot. We note that the exposure
times were relatively long for typical H band observations,
which is possible since the systematic sky-subtraction errors
from varying OH line brightness associated with long expo-
sure times is no longer a problem; this has a considerable
operational advantage, since longer exposure times reduce
detector read noise and minimise overheads lost in beam-
switching.
5 CONCLUSIONS
A major success of PRAXIS is the demonstration of OH
suppression in a high efficiency spectrograph for the first
time. GNOSIS had already demonstrated clean suppression
of the night sky emission lines, but in a low throughput
instrument. This was always understood to be caused by
the retro-fitting of the photonic OH suppression technology
to an existing near-infrared spectrograph, and moreover one
which was not desgined for a fibre feed. With PRAXIS, we
have shown that OH suppression is indeed achievable at high
efficiency, and the photonic components have no deleterious
effect on performance.
The major limitation of PRAXIS is the high thermal
emission. This is probably due to inadequate filtering at
long wavelengths, or inadequate shielding of radiation, either
within the spectrograph, or most likely between the spec-
trograph and detector dewars. Due to practical constraints
a separate turn-key detector system was a necessary part
of the design, and the warm gap was therefore unavoidable.
Despite a careful design to mitigate the effects of this gap,
extraneous thermal emission was always a risk of this com-
promise. Note that we are planning on eliminating this warm
interface as the next step of the project.
We wish to reiterate that the thermal emission is not
associated with the OH suppression technology. There is no
reason why an FBG OH suppression spectrograph cannot
be made with low thermal background. We have already
demonstrated the effectiveness of OH suppression in reduc-
ing the sky background (Ellis et al. 2012). Here we have
demonstrated that this is possible in a high efficiency spec-
trograph. Re-designing PRAXIS to have a low thermal back-
ground will finally enable the true potential of photonic OH
suppression to be exploited.
We have not yet been able to assess the effect of OH sup-
pression on the value of the interline continuum. In Bland-
Hawthorn et al. (2004) and Ellis & Bland-Hawthorn (2008)
we argued that OH suppression should significantly lower
the interline continuum, since some large fraction of typical
measured values will be due to scattered OH light, some
support for which was found in a detailed study of the
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Figure 10. Spectra of NGC 7674 showing different stages of sky-subtraction and OH suppression. The spectra have been thermal-
subtracted, and are offset for clarity. The inset plot shows the region around the 1.644 µm [FeII] emission line as an example of the
features visible in the final spectrum.
NIR night sky spectrum by Sullivan & Simcoe (2012). Oliva
et al. (2015) stated that following the GNOSIS results we
retracted this claim in Ellis et al. (2012); in fact the ther-
mal emission in both GNOSIS and PRAXIS have prevented
an accurate characterisation of the true interline continuum,
and this issue is not yet settled.
Finally, we wish to address a common misunderstand-
ing of OH suppression. It has often been suggested to us
in private communication that the FBG notches will render
the filtered parts of the spectrum unusable, and therefore
negate any benefit of filtering the emission lines. However,
the OH lines are filtered at high resolution (∆λ ≈ 0.18 nm),
which is only ∼ 0.5 of a pixel, and thus the OH lines do not
get smeared over several pixels due to the instrument PSF
or scattering (Ellis & Bland-Hawthorn 2008). Moreover, the
instrument response is calibrated using fibre flat-field ex-
posures in the normal way. Examination of the spectra of
NGC 7674 (Figure 10) shows that the notches are indeed
not visible in the spectra, and that all spectral details are
in fact recoverable, unlike the case in which there are signif-
icant sky-subtraction residuals. It remains to demonstrate
the same advantage in much fainter objects, which we will
do with a future OH suppression spectrograph capitalising
on the progress made with GNOSIS and PRAXIS.
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